TECHNICAL MANUAL *TM 9-6625-1913-34P 
HEADOUARTERS 


TM 9-6625-1913-3P DEPARTMENT OF THE ARMY 
WASHINGTON, DC, 8 August 1986 
DIRECT SUPPORT AND GENERAL SUPPORT MAINTENANCE 
REPAIR PARTS AND SPECIAL TOOLS LIST 
FOR 
DRIVER MODULATOR 
HEWLETT-PACKARD, MODEL C10-8403A 
APN 7912321 
NSN 6625-00-182-7937 


Current as of 16 April 1986 


REPORTING ERRORS AND RECOMMENDING IMPROVEMENT 
You can help improve this manual. If you find any mistakes or if you know of a way to 
improve the procedures, please let us know. Mail your letter or DA Form 2028 
(Recommended Changes to Publications and Blank Forms) to: Commander, U.S. Army 
TMDE Support Group, ATTN: AMXTM-LML, Redstone Arsenal, AL 35898-5400. A reply 
will be furnished directly to you. 


TABLE OF CONTENTS 


Page 

INTRODUCTION... iese tese IIE IAIN IITIN 
Section II REPAIR PARTS LIST Lsien ak a se ee de aa ai D ia na auma a aaa aa si a ia aaa as 

Group 0010 Madualator: driver: io das aa Ġa 2-1 
Section III. SPECIAL TOOLS LIST (Not applicable) .................. ires 

NATIONAL STOCK NUMBER AND PART NUMBER INDEX... l-1 


*This manual supersedes TM 9-6625-1913-34P, 12 October 1977. 


TM 9-6625-1913-34P 
DIRECT SUPPORT AND GENERAL SUPPORT MAINTENANCE 
REPAIR PARTS AND SPECIAL TOOLS LIST 
SECTION I. INTRODUCTION 


1. Scope. This RPSTL lists and authorizes spares and repair parts reguired for performance of direct and general 
support maintenance of Driver Modulator, Hewlett-Packard, Model C10-8403A. It authorizes the reguisitioning, issue, and 
disposition of spares and repair parts as indicated by the Source, Maintenance and Recoverability (SMR) codes. 


2. General. In addition to this[section 1] Introduction, the Repair Parts and Special Tools List is divided into the following 
sections: 


a. [Section IL] Repair Parts List. A list of spares and repair parts authorized by this RPSTL for use in the 
performance of maintenance. Parts lists are composed of functional groups in ascending numeric seguence. Parts are 
listed in alphabetical seguence within each figure number. 


b. Section III. Special Tools List. Not applicable. 


c. National Stock Number and Part Number Index. A list, in National Item Identification Number 
(NIIN) sequence, of all National Stock Numbered (NSN) items appearing in the listing, followed by a list in alphanumeric 
seguence of all part numbers appearing in the listing. NSN's and part numbers are cross-referenced to the figure and 
item number appearance. 


3. Explanation of Columns 


a. Item No. (Column (1)). Indicates the number used to identify each item appearing in the listing. 


b. SMR CODE (Column (2)). The Source, Maintenance, and Recoverability (SMR) code is a 5-position code 
containing supply/reguisitioning information, maintenance category authorization criteria, and disposition instructions as 
shown in the following breakdown: 


Source Maintenance Recoverability 
Code Code Code 
| | | 5th position 
XX 1st XX X 


two positions 


How you get an item. 3d position 4th position Who determines 
disposition action on 
an unserviceable 


Who can install, Who can do item. 
replace or use complete repair * 
the item. on the item. 


*Complete Repair: Maintenance capacity, capability, and authority to perform all the corrective maintenance tasks of the 
"Repair" function in a use/user environment in order to restore serviceability to a failed item. 
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(1) Source Code. The source code tells you how you get an item needed for maintenance, repair, or overhaul of 
an end item/eguipment. Source codes are always the first two positions of the SMR code. Explanation of source codes 
follows: 


Code Explanation 

PA - Stocked items use the applicable NSN to reguest/reguisition items with this code. This item is authorized 
to the category indicated by the code entered in the 3d position of the SMR code. 

XD - Item is not stocked. Order an "XD" coded item through normal supply channels using the FSCM and part 


number given, if no NSN is available. 


(2) Maintenance Code. Maintenance codes tell you the level(s) of maintenance authorized to USE and REPAIR 
support items. The maintenance codes are entered in the third and fourth positions of the SMR code as follows: 


(a) The maintenance code entered in the third position tells you the lowest maintenance level authorized to 
remove, replace, and use an item. The maintenance code entered in the third position will indicate authorization to the 
following level of maintenance. 

Code Application/Explanation 
F -Direct support level can remove, replace, and use the item. 

(b) The maintenance code entered in the fourth position tells you whether or not the item is to be repaired 
and identifies the lowest maintenance level with the capability to do complete repair (i.e., perform all authorized repair 
functions). This position will contain the following code. 

Code Application/Explanation 


Z -Nonreparable. No repair is authorized. 


(3) Recoverability Code. Recoverability codes are assigned to items to indicate the disposition action on 
unserviceable items. The recoverability code is entered in the fifth position of the SMR code as follows: 


Recoverability Definition 
Codes 
Z -Nonreparable item. When unserviceable, condemn and dispose of the item at the level of 


maintenance shown in the third position of the SMR code. 
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c. FSCM (Column (3)). The Federal Supply Code for Manufacturer (FSCM) is a 5-digit numeric code which is used 
to identify the manufacturer, distributor, or Government agency, etc., that supplies the item. 


d. PART NUMBER (Column (4)). Indicates the primary number used by the manufacturer (individual, company, 
firm, corporation, or Government activity), which controls the design and characteristics of the item by means of its 
engineering drawings, specifications standards, and inspection reguirements to identify an item or range of items. 


NOTE: When you use an NSN to reguisition an item, the item you receive may have a different part 
number from the part ordered, but go ahead and use or furnish it as the replacement part. 


e. DESCRIPTION AND USABLE ON CODE (UOC) (Column (5)). This column includes the following information: 
(1) The Federal item name and, when reguired, a minimum description to identify the item. 
(2) The usable on code, when applicable (see Special Information). 


f. OTY (Column (6)). The OTY (guantity per figure column) indicates the guantity of the item used in the parts list 
which is prepared for a functional group, subfunctional group, or an assembly. 


4. Explanation of Columns 
a. NATIONAL STOCK NUMBER (NSN) INDEX 


(1) STOCK NUMBER column. This column lists the NSN by National item identification number (NIIN) 
seguence. The NIIN consists of the last nine digits of the NSN 
NSN 
(i.e., 5305-01-674-1467). When using this column to locate an item, ignore the first 4 digits of the NSN. However, the 
NIIN 
complete NSN should be used when ordering items by stock number. 


(2) FIG. column. Indicates the figure number used to identify each item appearing in the listing. The figures are 
in numerical order in 


(3) ITEM column. The item number identifies the item associated with the figure listed in the adjacent FIG. 
column. This item is also identified by the NSN listed on the same line. 
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b. PART NUMBER INDEX. Part numbers in this index are listed by part number in ascending alphanumeric 

seguence (i.e., vertical arrangement of letter and number combination which places the first letter or digit of each group in 
order A through Z, followed by the numbers O through 9 and each following letter or digit in like order). 


(1) FSCM column. The Federal Supply Code for Manufacturer (FSCM) is a 5-digit numeric code used to identify 
the manufacturer, distributor, or Government agency, etc., that supplies the item. 


(2) PART NUMBER column. Indicates the primary number used by the manufacturer (individual, firm, 
corporation, or Government activity), which controls the design and characteristics of the item by means of its engineering 
drawings, specifications standards, and inspection reguirements to identify an item or range of items. 

(3) STOCK NUMBER column. This column lists the NSN for the associated part number and manufacturer 
identified in the PART NUMBER and FSCM columns to the left. The part number line entry (with NSN, when available) 
identifies the first figure/item number appearance for which the part number is applicable. The part number is not listed 
for additional figure/item number appearances identified by that part number. 

(4) FIG. column. This column lists the number of the figure where the item is located in|Section II 


(5) ITEM column. The item number is that number assigned to the item as it appears in the figure referenced in 
the adjacent figure number column. 


5. Special Information 


a. Repair parts for components of standards sets which can be identified as existing in the supply system will be 
requisitioned through normal supply channels from the appropriate supply commodity manager. 


b. Repair parts for components of standards sets which cannot be identified as to proper supply source will be 
reguisitioned from USAMICOM, using routing identifier B64 and furnishing, as a minimum, the following as exception data. 


(1) Component stock number of the individual end item to be repaired. 
(2) Component manufacturer's eguipment model number and serial number. 
(3) The eguipment manufacturer's stock number as listed in the appropriate manual for the desired repair part. 


(4) The repair part reference designation, circuit reference, circuit symbol schematic designation, or reference 
number as listed in the manufacturer's manual. 


(5) The technical specification of the repair part as contained in the appropriate manufacturer's manual. 


(6) The title and date of the manufacturer's manual from which the information in a and b(3), (4), and (5) above 
was taken. 


c. For requisitioning miscellaneous consumable maintenance supplies or expendable supplies, use CTA 50-970. 
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d. The usable on code appears in the lower left corner of the Description column heading. Usable on codes are 
shown as "UOC" in the Description column (justified left) on the first line applicable item description/nomenclature. 


e. This RPSTL does not contain illustration for items listed in [Section IIĮ since the manufacturer's manuals contain 
exploded view illustrations which are adeguate for repair parts location. Copies of the manufacturers manual 
Hewlett-Packard, Model C10-8403A are furnished with the eguipment for which this RPSTL is prepared. The figure and 
item numbers in the listing are for locating the item within this RPSTL. 

6. How to Locate Repair Parts 


a. When National Stock Number or Part Number is Not Known. 


(1) First. Refer to the parts list to locate the item by description. This list is listed in alphabetical seguence within 
each figure number. 


(2) Second. After locating the item in the Repair Parts List, refer to the Part Number Index to find the NSN. 
b. When National Stock Number or Part Number is Known. 
(1) First. Using the Index of National Stock Numbers and Part Numbers, find the pertinent National Stock 
Number or Part Number. The NSN index is in National Item Identification Number (NIIN) seguence. The part numbers in 
the Part Number index are listed in ascending alphanumeric seguence. Both indexes cross-reference you to the 


illustration figure and item number of the item you are looking for. 


(2) Second. After finding the figure and item number, verify that the item is the one you're looking for, then 
locate the item number in the repair parts list for the figure. 


7. Abbreviations. Not applicable. 


SECTION II 


(1) 
ITEM 
NO 


(2) 
SMR 
CODE 


PAFZZ 
XDFZZ 
PAFZZ 


PAFZZ 
PAFZZ 
XDFZZ 
PAFZZ 


PAFZZ 
XDFZZ 
PAFZZ 
PAFZZ 


PAFZZ 
PAFZZ 
PAFZZ 
PAFZZ 


PAFZZ 
PAFZZ 
XDFZZ 
PAFZZ 
XDFZZ 
PAFZZ 
PAFZZ 
PAFZZ 
PAFZZ 
PAFZZ 
PAFZZ 
PAFZZ 
PAFZZ 


PAFZZ 
XDFZZ 
XDFZZ 
XDFZZ 
XDFZZ 
PAFZZ 
PAFZZ 


PAFZZ 
PAFZZ 


(3) 
FSCM 


28480 
28480 
18876 


91418 
56289 
28480 
18876 


56289 
28480 
28480 
81349 


28480 
28480 
28480 
28480 


81349 
81349 
28460 
84411 
28480 
28480 
28480 
28480 
28480 
28480 
28480 
28480 
18876 


28480 
28480 
28480 
28480 
28480 
18876 
18876 


28480 
28480 
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TM 9-6625-1913-34P 


(4) (5) 
PART 
NUMBER DESCRIPTION AND USABLE ON CODES (UOC) 

GROUP 0010 - FIGURE 1 

MODULATOR, DRIVER 

C10-8403A (28480) 

7912321 (18876) 
1490-0030 BASE TEST SET CASE Sommar SON 
08403-609 BOARDEXKTE NDERi maa cdi ka 
9995426 CABLE ASSEMBLY 3 COND NO. 18 AWG 

STRANDED W/41 STRANDS NO. 34 AWG, 7 

ET EIND MEG a a Aa GE cane OTIN 
TAO-05MFD CAPACITOR; FIXED, CER tias ccoo ole cis 
5C023104X0500B3 CAPACITOR; FIXED, CER: su ses: ee ee ii tit 
0150-0113 CAPACITOR, FIXED ELE ist n Ee aa nan’ 
11031492-1 CAPACITOR, FIXED, ELE 1 SEC, 75 V DC, 

SOP LE. RE EE ħa a EE vai 
TE1204 CAPACITOR, FIXED, ELE 25 V DC, 10 UF... 
0140-0205 CAPACITOR, FIXED, MIG ————— 
0160-0145 CAPACITOR, FIXED, MIC... 
CM15FD820G03 CAPACITOR, FIXED, MIC 500 V DC, 82 

UUF, TYPE C15FD820G03 JL... 
0140-0154 CAPACITOR, FIXED, MIC... aaa 
0140-0177 CAPACITOR, FIXED MIC ee etes ltda 
0140-0193 CAPACITOR, FIXED, MIC... ee ee ee ee ee 
0140-0179 CAPACITOR, FIXED, MIC 1,000 UUF (+- 

Au A acs A asa ER EN 
CM10ED390G03 CAPACITOR, FIXED, MIC... eee 
CM10FD201G03 CAPACITOR, FIXED, MIC.....c-ssccccssossecesssscesesesecesceesecsevenss 
0170-0090 CAPACITOR, FIXED, PLA JLL aaa 
621M10552 CAPACITOR, FIXED, PLA jms Juve vaivaa news 
1400-0042 CLIP, ELECTRICAL Ee a aaa i 
9140-0082 COIL, BAD O sor aate ino Ema Sanaa kka ett mä mist 
9140-0115 COS RADIO: NEE a A aa d 
9140-0118 (are RADIO PA a a S 
1251-0208 CONTACT, ELECTRICA Lauma es aria saite 
5040-0218-MS COUPLER, TEST SET 42. ams ui a ua ua 
5060-0767 FOOT ASSEMBLY EE GR es Ee De Eg 
1400-0084 FUSEHOLDER..... ee ee ee ee ee ee ek ee aaa 
10187982 INSULATOR, PLATE MICA, SILICON, 

FIBERGLASS, NYLON OR PLASTIC, RECT 

TYPE, 0.85 W, 0.0025 THK, 1.4 LG... 
0370-0118 o A ARS AAA S 
08403-010 A O EN betas 
08403-008 KNOB et Eat o mv nan EE a d 
08403-009 KNOB A AAN NIVAN KIVISTÄ MNE 
08403-011 A A a N Suds 
9100367 KNOB m oe a a Et AA oO A OE d 
10167672 LIGHT, INDICATOR 65 V AC, 90 V DC, 1/ 

5 W, GLOW TYPE, NEON, W/RED PLASTIC 

LENS, 0.406 DIA, 1.25 LG. ee ee 
08731-210 NUT, PLAIN, KNURLED....L. eee nn ennen nanna 
0590-0053 NUT, SHEET SPRING... ee ee ee ee ee ee ee ee ee 
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(6) 
OTY 
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(1) 
ITEM 
NO 


370 


(2) 
SMR 
CODE 


PAFZZ 


PAFZZ 
XDFZZ 
XDFZZ 
PAFZZ 


PAFZZ 
PAFZZ 
PAFZZ 
XDFZZ 
PAFZZ 
XDFZZ 
XDFZZ 
XDFZZ 
XDFZZ 
XDFZZ 
XDFZZ 
PAFZZ 
PAFZZ 
PAFZZ 
PAFZZ 
PAFZZ 
PAFZZ 


XDFZZ 
XDFZZ 
PAFZZ 
PAFZZ 
PAFZZ 
XDFZZ 
XDFZZ 
PAFZZ 
XDFZZ 
XDFZZ 
XDFZZ 
PAFZZ 
PAFZZ 
XDFZZ 
XDFZZ 
XDFZZ 
PAFZZ 
XDFZZ 
PAFZZ 
PAFZZ 
XDFZZ 
XDFZZ 
PAFZZ 
PAFZZ 
PAFZZ 
XDFZZ 
XDFZZ 


(3) 
FSCM 
28480 


28480 
28480 
28480 
81349 


81349 
28480 
28480 
28480 
81349 
28480 
28480 
28480 
28480 
28480 
28480 
81349 
81349 
81349 
81349 
81349 
81349 


28480 
28480 
81349 
28480 
81349 
28480 
28480 
81349 
28480 
28480 
28480 
26480 
81349 
28480 
28480 
28480 
28480 
28480 
28460 
81349 
28480 
28480 
81349 
81349 
28480 
28480 
28460 


(4) 
PART 
NUMBER 


5060-8739 


0699-0001 
0757-0725 
0758-0022 
RCR20G104JS 


RNC55K2001FS 
0757-0079 
0757-0086 
0757-0080 
RNC60K3571FS 
0758-0039 
0757-0081 
0757-0083 
0757-0084 
0757-0077 
0760-0011 
RNC55K3920FS 
RLR20C152GR 
RNC55K1001FS 
RNC60K5621FS 
RNC55K6810FS 
RNC55K3322FS 


0758-0019 
0758-0009 
RNC60K1212FS 
0758-0006 
RNC55K4320FS 
0758-0003 
0757-0436 
RNC60H5620FS 
0758-0046 
0758-0040 
0758-0054 
0758-0010 
RNC60K5110FS 
0757-0126 
0758-0024 
0758-0026 
0758-0008 
0758-0005 
0758-0014 
RNC60K2001FS 
0757-0438 
0758-0018 
RNC55K2740FS 
RNC55K8250FS 
0757-0401 
0758-0043 
0757-0406 
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DESCRIPTION AND USABLE ON CODES (UOC) QTY 
RACK MOUNTING KIT 5060-0774 FSCM 1 


RESISTOR MEE aan OE ER OE a BERNS 
RESISTOR EE ana OE N N EE EN 
RESISTOR ER ER ate ER GE DS Sia i Ne ee 
RESISTOR, FIXED, GOMP 1/2 W, 100,000 

OHMS, TYPE RCR20G104JS (+- 5 0/0). ee 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM: is ika dere cir ER ee gee ese 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED; FILM; ii cocino iii 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM FSCM 28480 P/N 

O75 120454 mot ido ASK seta n obs S ates Bacon Cae ehh 
RESISTOR, FIXED, FILM. 
RESISTOR; FIXED, FILM. RR sia RE dae 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. ass sege SES BERG GENE EES Gee RR SKEER tests 
RESISTOR, FIXED, dIU EER HE EE a 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM asiti ESE EER GE SEKS Ee GEE RR SERE ENE EE 
RESISTOR, FIXED, FILM iese ee SEEK ESE ei gee SERE ee ee ge iai sned 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR, FIXED, FILM. 
RESISTOR; FIXED, FILM eers see ge rr a ee Gee a De rr ede 
RESISTOR, FIXED, FILM esse itinira tira cria isis 
RESISTOR, FIXED; FILM... cours tacita 
RESISTOR, FIXED, FILM. 


N — 0 


Aa AAND ND AND ND AO AA as ND aAND N 


AA + 0-4 NND0O0-NND0O—- H HNNNHA HW UNO ND 
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SECTION II 


(1) 
ITEM 
NO 


(2) 
SMR 
CODE 


PAFZZ 
PAFZZ 
XDFZZ 
PAFZZ 
PAFZZ 
PAFZZ 
PAFZZ 
PAFZZ 
PAFZZ 
PAFZZ 
PAFZZ 


PAFZZ 
PAFZZ 
PAFZZ 


PAFZZ 
PAFZZ 
PAFZZ 


PAFZZ 
PAFZZ 
PAFZZ 
PAFZZ 
PAFZZ 
PAFZZ 
PAFZZ 
PAFZZ 


PAFZZ 
PAFZZ 


(3) 
FSCM 


81349 
28480 
18876 
28480 
28480 
28480 
18876 
18876 
18876 
28480 
18876 


81349 
81349 
18876 


28480 
28480 
81349 


28480 
18876 
28480 
81349 
81349 
04713 
28480 
18876 


28480 
28480 


(4) 


PART 
NUMBER 


RNC55K1212FS 


1520-0001 
11031823-1 
1901-0033 
1901-0027 
1901-0028 
11031488-1 
9995395 
11031494-1 
1901-0039 
10192813-010 


JAN1N757A 
JAN1N753A 
11065244 


3101-0011 
9100-0161 
2N1183 


1850-0101 
10395523-001 
1854-0022 
JAN2N 1499A 
2N1304 
2N835 
1854-0035 
11031806-1 


1854-0003 
1853-0010 
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DESCRIPTION AND USABLE ON CODES (UOC) QTY 


RESISTOR, FIXED, FILM. 2 
RETAINER, CAPACITOR.. etanan ee ee sees ee ee ee ee ee ee ee 1 
SEMICONDUCTOR.................. a 6 
SEMICONDUCTOR suscita laisen cabide se pan siim sa EE 2 
SEMICONDUCTOR.................. akiai aaa aaa aaa kaan aaa a aan annan 4 
SEMICONDUCTOR nn snar nn 1 
SEMIGONDUGTOR si e Sa ge ee aa es ee De Ge 8 
SEMICONDUCTOR.................. enta aan naa an eaaa arai 0 
SEMICONDUCTOR.................. 0 
SEMIGONDUGTOR iii e cud sa nom a ee ee ee 6 
SEMICONDUCTOR NONIDENTICAL, DATED 8 1 
DEC 72, SEE FSN 5961-894-0684, REF 

NO: JANINZOSA He MS ME a a a a 
SEMICONDUCTOR TYPE JANIN7S57A L 1 
SEMICONDUCTOR TYPE 1N753A ..... eee 1 
SWITCH, SLIDE DPDT, 125 V AC, 3 AMP, 1 
125 V DC, 0.5 AMP, 9/32 H, 17/32 W, 1-3/ 

8 LG, W/6 SOLDER LUG TYPE TERM en 
SWITCH, THERMOSTATIC.. a aaa cece ee ee ee ee ee ee ee ee ee ee 1 
TRANSFORMER POWER... nn 1 
TRANSISTOR GERMANIUM, HERMETICALLY 

SEALED, 0.37 X 0.26, W/3 WIRE LEAD 

TYPE TERM bese sate ii se ER EE ER 
TRANSISTOR SEE eua aa Ge ai sa i a cakes 
TRANSISTOR cisco a A Ok a De bee i AI 
TRANSISTOR ii iii iii iais ian bħad sedda dia qua im ad 
TRANSISTOR EE se dis ee DEE aaa aaa ee Ee EE Ne ee Ee 
TRANSISTOR 1851-0023 FSCM 28480... 
TRANSISTOR Eyes ee iu sa EP GE EA a 
TRANSISTOR ie SEER i SS ika i de Gee ee 
TRANSISTOR GERMANIUM, HERMETICALLY 

SEALED, 0.375 DIA, 0.25 LG, W/3 WIRE 

EEAD:TYPE: TERM mmm ci ed Se tammaa TEN ee Ee 
TRANSISTOR rrenean id ini AE in ER De ita dk ašių ia i ER AN 
TRANSISTOR fits iconic rien a la ae 2 


+ R 


0 —+ ANNON O 


— 
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SECTION II 


STOCK NUMBER 


5355-00-071-8948 
5910-00-075-9238 
5961-00-082-3596 
5905-00-104-8336 
5910-00-134-0621 
5905-00-138-1285 
5910-00-138-1318 
5905-00-214-2927 
5905-00-227-4955 
5310-00-252-8943 
5905-00-256-5066 
5905-00-270-1400 
5905-00-308-7594 
5905-00-337-7360 
5950-00-351-6129 
5310-00-401-6934 
6625-00-412-1209 
5905-00-431-7825 
5905-00-432-0381 
5905-00-432-0401 
5905-00-432-0431 
6625-00-435-3153 
5905-00-452-0764 
5910-00-455-0125 
5905-00-513-1974 
5910-00-689-8751 
5910-00-721-1783 
5355-00-721-8924 
5961-00-752-6121 
5905-00-758-4795 
5905-00-758-4802 
6025-00-760-9521 
6210-00-761-8898 
5961-00-774-7318 
5910-00-774-7319 
5910-00-784-4531 
5930-00-812-7150 
5961-00-621-0710 
5910-00-827-1218 
5905-00-829-2432 
5961-00-833-3043 
5961-00-833-6626 
5961-00-846-2081 
5910-00-858-8865 
5910-00-877-8151 
5920-00-881-4636 
5961-00-892-0800 
5961-00-892-3494 
5961-00-900-2374 
5970-00-900-4985 


NATIONAL STOCK NUMBER AND PART NUMBER INDEX 


NATIONAL STOCK NUMBER INDEX 


FIG. 


ITEM 


STOCK NUMBER 


6625-00-903-0348 
5905-00-914-0254 
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PART NUMBER INDEX 


FSCM PART NUMBER STOCK NUMBER FIG. ITEM 
81349 CM10ED390G03 5910-00-075-9238 1 150 
81349 CM10FD201G03 5010-00-134-0621 1 160 
81349 CM15FD820G03 5910-00-932-2738 1 100 
81349 JAN1N753A 5961-00-752-6121 1 980 
81349 JAN1N757A 5961-00-833-3043 1 970 
81349 JAN2N1499A 5961-00-892-3494 1 1060 
81349 RCR20G104JS 5905-00-104-8336 1 400 
81349 RLR20C152GR 5905-00-943-3756 1 540 
81349 RNC55K1001FS 5905-00-432-0381 1 550 
81349 RNC55K1212FS 5905-00-431-7825 1 860 
81349 RNC55K2001FS 5905-00-432-0401 1 410 
81349 RNC55K2740FS 5905-00-227-4955 1 810 
81349 RNC55K3322FS 5905-00-758-4795 1 580 
81349 RNC55K3920FS 5905-00-337-7360 1 530 
81349 RNC55K4320FS 5905-00-758-4802 1 630 
81349 RNC55K6810FS 5905-00-270-1400 1 570 
81349 RNC55K8250FS 5905-00-432-0431 1 820 
81349 RNC60K5620FS 5005-00-256-5066 1 660 
81349 RNC60K1212FS 5905-00-308-7594 1 610 
81349 RNC60K2001FS 5905-00-138-1285 1 780 
81349 RNC60K3571FS 5905-00-513-1974 1 460 
81349 RNC60K5110FS 5905-00-214-2927 1 710 
81349 RNC60K5621FS 5905-00-452-0764 1 560 
91418 TAO-05MFD 5910-00-784-4531 1 30 
56289 TE 1204 5S10-00-827-1218 1 70 
28480 0140-0154 5910-00-914-4733 1 110 
28480 0140-0177 5910-00-917-9737 1 120 
28460 0140-0179 5910-00-858-8865 1 140 
28480 0140-0193 5910-00-774-7319 1 130 
28480 0140-0205 1 80 
28480 0150-0113 1 50 
28480 0160-0145 5910-00-138-1318 1 90 
28480 0170-0090 1 170 
28480 0370-0118 5355-00-071-8948 1 280 
28480 0590-0053 5310-00-252-8943 1 360 
28460 0699-0001 5905-00-998-1953 1 380 
28480 0757-0077 1 510 
28480 0757-0079 5905-00-914-0254 1 420 
28480 0757-0080 1 450 
28480 0757-0081 1 480 
28480 0757-0083 1 490 
28480 0757-0084 1 500 
28480 0757-0086 5905-00-829-2432 1 440 
28480 0757-0126 1 720 
28480 0757-0401 5905-00-981-7529 1 830 
28480 0757-0406 1 850 
28480 0757-0436 1 650 
28480 0757-0438 1 790 
28480 0757-0725 1 390 
28480 0758-0003 1 640 
28480 0758-0005 1 760 
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FSCM PART NUMBER STOCK NUMBER FIG. ITEM 
28480 0758-0006 5905-00-944-0729 1 620 
28480 0758-0008 5905-00-985-1291 1 750 
28480 0758-0009 1 600 
28480 0758-0010 5905-00-917-9739 1 700 
28480 0758-0014 5905-00-989-2839 1 770 
28480 0758-0018 1 800 
28480 0758-0019 1 590 
28480 0758-0022 1 395 
28480 0758-0024 1 730 
28460 0758-0026 1 740 
28480 0758-0039 1 470 
28480 0758-0040 1 680 
28480 0758-0043 1 840 
28460 0758-0046 1 670 
28480 0758-0054 1 690 
28480 0760-0011 1 520 
28480 08403-008 1 300 
28480 08403-009 1 310 
28480 08403-010 1 290 
28480 08403-011 1 320 
28480 08403-609 1 10 
28480 08731-210 5310-00-401-6934 1 350 
18876 10167672 6210-00-761-8898 1 340 
18876 10187982 5970-00-900-4985 1 270 
18876 10192813-010 5961-00-914-3087 1 960 
18876 10395523-001 5961-00-900-2374 1 1040 
18876 11031488-1 5961-00-965-5917 1 920 
18876 11031492-1 5910-00-877-8151 1 60 
18876 11031494-1 5961-00-978-7468 1 940 
18876 11031806-1 5961-00-988-7630 1 1100 
18876 11031823-1 1 880 
18676 11065244 5930-00-977-1760 1 990 
28480 1251-0208 5999-00-932-9455 1 230 
28480 1400-0042 1 190 
28480 1400-0084 5920-00-881-4636 1 260 
28480 1490-0030 6625-00-760-9521 1 5 
28480 1520-0001 5910-00-455-0125 1 870 
28480 1850-0101 5961-00-774-7318 1 1030 
28480 1853-0010 5961-00-931-6998 1 1120 
28480 1854-0003 5961-00-990-5369 1 1110 
28480 1854-0022 5961-00-917-0660 1 1050 
28480 1854-0035 5961-00-976-2857 1 1090 
28480 1901-0027 5961-00-846-2081 1 900 
28480 1901-0028 5961-00-951-1505 1 910 
28480 1901-0033 5961-00-821-0710 1 890 
28480 1901-0039 5961-00-833-6626 1 950 
81349 2N1183 5961-00-978-9041 1 1020 
81349 2N1304 5961-00-892-0800 1 1070 
04713 2N835 5961-00-082-3596 1 1080 
28480 3101-0011 5930-00-812-7150 1 1000 
56289 5C023104X0500B3 5910-00-889- 8751 1 40 
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FSCM PART NUMBER STOCK NUMBER FIG. ITEM 
28480 5040-0218-MS 6625-00-435-3153 1 240 
28480 5060-0767 6625-00-903-0348 1 250 
28480 5060-8739 6625-00-412-1209 1 370 
84411 621M10552 5910-00-721-1783 1 180 
28480 9100-0161 5950-00-351-6129 1 1010 
18876 9100367 5355-00-721-8924 1 330 
28480 9140-0082 5950-00-978-4079 1 200 
28480 9140-0115 5950-00-931-3744 1 210 
28480 9140-0118 5950-00-932-2727 1 220 
18876 9995395 5961-00-954-9182 1 930 
18876 9995426 6150-00-995-9822 1 20 


TM 9-6625-1913-34P 


By Order of the Secretary of the Army: 


JOHN A. WICKHAM, JR. 
General, United States Army 
Chief of Staff 


Official: 


R. L. DILWORTH 
Brigadier General, United States Army 
The Adjutant General 


Distribution: 


To be distributed in accordance with DA Form 12-34C, Block No. 319, reguirements for calibration procedures 
publications. 


ix U.S. Government Printing Office : 1986-698-079/40160 


TM 9-6625-1913-34P 


PIN: 027999-000 


